Comparison of Central Corneal Thickness Measurements between Angiovue Optical Coherence Tomography, Ultrasound Pachymetry and Ocular Biometry

E. Pateras* and A. I. Kouroupaki

Biomedical Department, Course of Optics and Optometry, University of West Attica, Athens, Greece.

Authors’ contributions

This work was carried out in collaboration between both authors. Author EP designed the study, wrote the protocol, and managed the literature searches. Author AIK wrote the first draft of the manuscript, performed the statistical analysis and managed the analyses of the study. Both authors read and approved the final manuscript.

Article Information

DOI: 10.9734/OR/2020/v13i430172

Received 15 July 2020
Accepted 20 September 2020
Published 02 October 2020

ABSTRACT

Purpose: To compare central corneal thickness (CCT) measurements and their reproducibility when taken by Ultrasound Pachymetry, Ocular Biometry and Angiovue Optical Coherence Tomography (OCT).

Methods: Twenty-five healthy volunteers were recruited creating a sample size of 50 eyes. All subjects had pachymetric measurements by Ultrasound pachymetry (PachPen Handheld Pachymeter, Keeler Instruments Inc), Ocular biometry (IOL Master 700 Swept Source Biometry, Zeiss) and Angiovue Optical Coherence Tomography (Optovue Avanti RTVue XR Angiovue). The measurements of central corneal thickness for the three devices were taken by the same examiner twice for more accuracy.

Results: The average measurements of central corneal thickness by Ultrasound pachymetry (PachPen Handheld Pachymeter, Keeler Instruments Inc), Ocular biometry (IOL Master 700 Swept Source Biometry, Zeiss) and Angiovue Optical Coherence Tomography (Optovue Avanti RTVue XR
Angiovue) were 547.26 μm, 551.36 μm, and 536.42 μm, respectively. The mean standard deviation (SD) of repeated measurements by Ocular biometry was 48.87 μm, which was greater than the mean SD of 44.24 μm and 40.35 μm (P < 0.001) by ultrasound pachymetry and Angiovue optical coherence tomography, respectively. There were statistically significant differences in the measurement results among the 3 methods (Ultrasound pachymetry vs. Ocular biometry P = 0.019; Ultrasound pachymetry vs. Angiovue Optical Coherence Tomography; P < 0.001; Ocular biometry vs. Angiovue Optical Coherence Tomography P < 0.001). There was a significant linear correlation between the Ultrasound pachymetry and Ocular biometry (r = 0.945, P<0.001), Ultrasound pachymetry and Angiovue Optical Coherence Tomography (r = 0.895, P<0.001), and Ocular biometry and Angiovue Optical Coherence Tomography (r = 0.902, P<0.001).

Conclusion: Central corneal thickness readings were comparable between PachPen Handheld Pachymeter, IOL Master 700 Biometry and Angiovue Optical Coherence Tomography; Angiovue optical coherence tomography gave significantly smaller values. The measurements of the 3 methods showed significant linear correlations with one another. All methods provided acceptable repeatability of measurements.

Keywords: Tomography; ocular biometry; Central Corneal Thickness (CCT); pachymetry.

1. INTRODUCTION

Corneal thickness is easy to measure and a sensitive parameter of corneal health and function. Knowing Central Corneal Thickness (CCT), is a very important parameter for the determination of corneal diseases such as Keratoconus and Fuch’s dystrophy, for identifying the suitable patients for refractive surgery, so as for the detection of glaucoma patients and ocular hypertension [1].

Several traditional and new devices, are used for CCT measurements such as Ultrasound pachymetry (UP), Confocal microscopy, Optical Coherence Tomography (OCT), Scheimpflug imaging, Scanning slit lamp topography, interferometry and optical low coherence reflectometry [2]. Ultrasound pachymetry remains the gold standard in the measurement of CCT. It determines the CCT, by measuring the time that is taken for an ultrasound wave to return after reflection from the corneal endothelium [3]. Ultrasound pachymetry has a lot of advantages and disadvantages too. Disadvantages are the need of topical anesthesia, the corneal contact of the probe that may cause epithelial erosion and infection and the dependency on examiner experience. A drop of topical anesthetic is essential before the measure of CCT, otherwise the technique becomes discomfort for the patient. The accuracy of this technique is dependent on the perpendicularity of the probe’s application to the cornea and the reproducibility relies on precise probe placement. From the other side, Ultrasound pachymetry, offers the advantages of portability and is a relatively easy as a technique. It is a simple, portable and cost-effective system.

Due to the limitations of Ultrasound pachymetry, other non-contact optical methods, such as Optical Coherence Tomography and Optical biometry are alternatives and provide rapid, reliable and objective measurements of the CCT. Optical Coherence tomography (OCT), is a non-contact technique that acquires pachymetry measurements based on optical interferometry [4]. OCT is able to discern sublayer detail and pachymetry and may be able to perform measurements on corneas with pathology that do not allow measurement by other techniques. This is because it has a high depth resolution and it can measure corneal thickness even in opacified corneas [5]. Optical biometry is commonly used for the calculation of intraocular lens (IOL) power and desired postoperative refraction. It can obtain multiple measurements of various biometric eye data such as CCT, anterior chamber depth, anterior aqueous depth, lens thickness, and axial length in a single capturing process [6].

The central corneal thickness (CCT) measurement is nowadays a routine in clinical ophthalmic examination and it is useful to understand the agreement and repeatability of CCT measurements between different instruments. The aim of this study is to evaluate and compare the intra-observer repeatability and quantify the agreement of CCT between Angiovue Optical Coherence Tomography (Optovue Avanti RTVue XR Angiovue), Ultrasound pachymetry (PachPen Handheld Pachymeter,Keeler Instruments Inc) and Ocular Biometry (IOL Master 700 Swept Source Biometry, Zeiss).
2. METHODS

The study population was composed of 25 healthy patients. Two measurements were taken from each patient, to secure the validation and accuracy. All measurements performed as a part of routine ophthalmological examination, by the same ophthalmologist, at the same time of the day (9pm to 12 pm). Patients with pathological corneal features, contact lens wear and previous refractive surgery were excluded from the study. Both eyes were examined by Angiovue Optical Coherence Tomography (Optovue Avanti RTVue XR Angiovue), Ultrasound pachymetry (PachPen Handheld Pachymeter, Keeler Instruments Inc) and Ocular Biometry (IOL Master 700 Swept Source Biometry, Zeiss).

2.1 Statistical Analysis

All data were analyzed by Statistical Package for Social Science software (SPSS version 22.0; IBM, Chicago, IL). Bland and Altman method were used to access the repeatability and agreement of CCT measurements between the three methods. CCT measurements are presented as mean ±SD. Mean difference ±SD between measurements was calculated. The coefficient of repeatability and 95% limits of agreement (LoA) as recommended by Bland and Altman method were used to assess repeatability between the paired measurements.

Comparison of the mean CCT values for the 3 devices was conducted by Student t test and the linear correlation between measurements by Pearson coefficient of correlation. P-Value was p=0.005.

3. RESULTS

The average measurements of central corneal thickness by ultrasound pachymetry (PachPen Handheld Pachymeter, Keeler Instruments Inc), ocular biometry (IOL Master 700 Swept Source Biometry, Zeiss) and Angiovue optical coherence tomography (Optovue Avanti RTVue XR Angiovue) were 547.26 μm, 551.36 μm, and 536.42 μm, respectively. The mean standard deviation (SD) of repeated measurements by ocular biometry was 48.87 μm, which was greater than the mean SD of 44.24 μm and 40.35 μm (P < 0.001) by ultrasound pachymetry and Angiovue optical coherence tomography, respectively. There were statistically significant differences in the measurement results among the 3 methods (ultrasound pachymetry vs. ocular biometry P = 0.019; ultrasound pachymetry vs. Angiovue optical coherence tomography; P < 0.001; ocular biometry vs. Angiovue optical coherence tomography P < 0.001). There was a significant linear correlation between the ultrasound pachymetry and ocular biometry (r = 0.945, P<0.001), ultrasound pachymetry and Angiovue optical coherence tomography (r = 0.895, P<0.001), and ocular biometry and Angiovue optical coherence tomography (r = 0.902, P<0.001).

4. DISCUSSION

There are a lot of studies in scientific literature, referring to CCT measurements with new devices and technology especially before and after refractive surgery [7] or at different stages of keratoconus [8]. In the present study we measured the central corneal thickness by ultrasound pachymetry (PachPen Handheld Pachymeter, Keeler Instruments Inc), ocular biometry (IOL Master 700 Swept Source Biometry, Zeiss) and Angiovue optical coherence tomography (Optovue Avanti RTVue XR Angiovue). The repeatability of CCT measurements was high with all instruments and this has already proven with a lot of studies [9-11].

At the same time, there was an agreement between the results, too. The statistical analysis proved that CCT measurements was 547.26 ± 44.24 μm with ultrasound pachymetry (PachPen Handheld Pachymeter), 531.36 ± 48.87 μm with optical biometry (Zeiss IOL Master 700) and 536.42 ± 40.35 μm with the anterior segment Optical Coherence Tomography (Optovue Avanti RTVue XR Angiovue). The average measurements of CCT, with ultrasound pachymetry (PachPen Handheld Pachymeter) was lower at about 10.84 ± 14.43 μm than the CCT measurements with anterior segment OCT (Optovue Avanti RTVue XR Angiovue) (p<0.001).

Correspondingly, the average of optical biometry (Zeiss IOL Master 700) was higher at about 14.94 ± 16.45 μm in comparison with the measurements of anterior segment OCT (Optovue Avanti RTVue XR Angiovue) (p<0.001) and at about 4.10 ± 11.95 μm comparatively to ultrasound pachymetry measurements (PachPen Handheld Pachymeter). The mean difference between the three devices was about 4 to 14 μm. These differences in measurements were due to the different structure and method of use, of the three instruments.
Table 1. The average measurements of central corneal thickness by the 3 devices

<table>
<thead>
<tr>
<th>Device</th>
<th>N</th>
<th>Minimum</th>
<th>Maximum</th>
<th>Mean</th>
<th>Std. Deviation</th>
</tr>
</thead>
<tbody>
<tr>
<td>PachPen</td>
<td>50</td>
<td>463.00</td>
<td>661.00</td>
<td>547.2600</td>
<td>44.24275</td>
</tr>
<tr>
<td>Zeiss IOL Master 700</td>
<td>50</td>
<td>417.00</td>
<td>663.00</td>
<td>551.3600</td>
<td>48.87792</td>
</tr>
<tr>
<td>Optovue Avanti RTVue XR</td>
<td>50</td>
<td>463.00</td>
<td>633.00</td>
<td>536.4200</td>
<td>40.35713</td>
</tr>
</tbody>
</table>

Valid N (listwise) 50

Table 2. Statistical analysis - paired t-test by 3 the devices

<table>
<thead>
<tr>
<th>Paired differences</th>
<th>Mean</th>
<th>Std. deviation</th>
<th>Std. error mean</th>
<th>95% confidence interval of the difference</th>
<th>t</th>
<th>df</th>
<th>Sig. (2-tailed)</th>
</tr>
</thead>
<tbody>
<tr>
<td>PachPen - Optovue Avanti RTVue XR</td>
<td>10.84</td>
<td>14.43</td>
<td>2.04</td>
<td>6.73</td>
<td>14.94</td>
<td>5.31</td>
<td>49</td>
</tr>
<tr>
<td>Zeiss IOL Master 700 - Optovue Avanti RTVue XR</td>
<td>14.94</td>
<td>16.45</td>
<td>2.32</td>
<td>10.26</td>
<td>19.61</td>
<td>6.42</td>
<td>49</td>
</tr>
<tr>
<td>Zeiss IOL Master 700 - PachPen</td>
<td>4.10</td>
<td>11.95</td>
<td>1.69</td>
<td>.70</td>
<td>7.49</td>
<td>2.42</td>
<td>49</td>
</tr>
</tbody>
</table>

Fig. 1. Bland-Altman plots of the mean differences between the first and second measurements against the mean CCT values by PachPen Handheld Pachymeter and Optovue Avanti RTVue XR Angiovue in comparison with the mean difference between the 2 measurements
Measuring the CCT with PachPen Handheld Pachymeter is usually the method of choice of most examiners, due to its already established reliability, ease to use and low cost of the machine compared to the other two devices. However, the measurement with ultrasound pachymetry requires a contact examination with the patient's corneal epithelium, which can be annoying for the patient. For the correct calculation it is necessary to place the probe as vertically as possible at the top of the cornea, so that the measurement corresponds to the central area.

Results from other studies have shown that measuring the central thickness of the cornea using ultrasound pachymetry (PachPen Handheld Pachymeter) provides excellent repeatability between measurements [12]. A similar observation was made by Gunvant et al. [13], demonstrating that ultrasound pachymetry provided excellent repeatability and reliability between observations. At the same time, this technique was reported to be easy to use and required minimal patient cooperation compared to other techniques. In addition, Miglior et al. [14] showed that even a well-trained operator may not be able to take reliable measurements of CCT using ultrasound pachymeter. At this point it should be noted that although ultrasound pachymetry has been reported to have good repeatability, a deviation of about -2.4 μm [15] has been observed among examiners [16]. Finally, a difference of up to 49μm has been reported in the measurements of the central thickness of the cornea using different kind of ultrasound pachymeters [17].

In another comparative study of PachPen Handheld Pachymeter with the anterior segment optical coherence tomography (AS-OCT) and the spectral microscopy (specular microscopy), several similarities but also differences were observed in the measurement of CCT. Specifically, the value of the thickness of the central cornea with PachPen ultrasound pachymetry was 544.43 ± 36.61 μm, while with the anterior segment optical coherence tomography (AS-OCT) it was 527.09 ± 35.54 μm and with the specular microscopy 533.17 μm, with a statistically significant difference between these three devices (p = 0.002). CCT value measured by PachPen ultrasound pachymeter was significantly higher than the other two groups [18].
In the present study there is an overestimation of Central Cornea Thickness measured by PachPen at 10.84 μm compared to that measured by Optovue Avanti RTVue XR Angiovue. A study by Laszll Kiraly et al. [19] comparing central corneal thickness measurements with three different devices (IOL Master 700, Pentacam HR, and Cirrus HD-OCT) found repeatability and good internal consistency of Zeiss IOL Master 700 measurements, with a mean value of central corneal thickness of $543.20 \pm 31.69$ μm and $542.75 \pm 31.34$ μm for the optical coherence tomography Cirrus HD - OCT Model 400, with a non-statistical difference between them ($p = 0.519$) [19]. In the present study the measurements with optical biometry (Zeiss IOL Master 700) and with the anterior segment optical coherence tomography (Optovue Avanti RTVue XR Angiovue) showed a statistically significant difference of $14.94 \pm 16.45$ μm. The difference between the two studies could be attributed to the number of participants in each study, but also to other characteristics that the anterior segments OCT devices have.

Woo Beom Shin et al. compared ultrasound pachymetry (USP) with optical biometrics (Zeiss IOL Master 700) to measure central corneal thickness [20]. The mean values of the measurements using the USP and the IOL master 700, were $554.4 \pm 37.4$ μm and $551.1 \pm 37.1$ μm, respectively, showing that the IOL master 700 gave statistically significantly smaller measurements than the USP with a p-value $<0.001$. According to Pearson correlation test, the mean values from the measurements of the central corneal thickness with the two test devices were found to have a fairly positive correlation ($r = 0.977$, $p <0.0001$), an observation with which the present study agrees as it was found that the correlation by Pearson optical biometrics (Zeiss IOL Master 700) and ultrasound pachymetry (PachPen Handheld Pachymeter) were very strong ($r = 0.972$, $p <0.001$) and statistically significant.

It could be expected that measurements of central corneal thickness with anterior segment optical coherence tomography (Optovue Avanti RTVue XR Angiovue) would give higher values than ultrasound pachymetry measurements (PachPen Handheld, non-tactical) while the ultrasound probe causes displacement of the lacrimal layer. In a comparative study by Haitao Li et al., concluded 50 normal eyes, the mean thickness of the central cornea was $550.3 \pm 31.1$ μm for ultrasound pachymetry measurements while for anterior segment optical coherence tomography, it was $535.7 \pm 30.2$ μm. In other words, there was a difference of $14.6$ μm in the mean value of the central thickness of the cornea, with a smaller value corresponding to the anterior segment optical coherence tomography [21]. In the same study is observed that measurements taken manually by anterior segment optical coherence tomography gave higher values (1.9 μm) than ultrasound measurements, although they were not statistically significant. This difference between automatic and manual shooting was attributed to the observation that the anterior corneal margins were outlined slightly lower than the anterior corneal surface, leading to an underestimation of thickness [20]. Haitao Li et al. [21] conducted a comparative study of corneal thickness with three different devises: classical ultrasound pachymeter, Visante AS-OCT and Orbscan II. The average central thickness values for the three machines were respectively $553.5 \pm 30.26$ μm, $538.79 \pm 26.22$ μm and $553.22 \pm 25.47$ μm. Visante AS-OCT underestimated corneal thickness in relation to ultrasound pachymetry. It also underestimated both central and eccentric measurements in relation to Orbscan. It should be noted that the Bland - Altman graphs for the comparison between Orbscan ultrasound pachymetry and Visante AS OCT revealed that the difference in the corneal central thickness measurements varied according to the actual thickness. It was therefore observed that for the thinner corneas (<500 μm) the Orbscan tended to overestimate the central corneal thickness. A larger data scatter was observed too, indicating less agreement between ultrasound and Orbscan in thin corneas. At the same time, the anterior segment optical coherence tomography was found to be less underestimated in thin corneas, while the smaller dispersion of the measurements indicated a better agreement between the two machines in thin corneas [22].

In the present study we observed better agreement and less measurements dispersion between ultrasound pachymetry and optical biometry with a difference of $4.10 \pm 11.95$ μm ($p <0.019$). Therefore, the optical biometry (Zeiss IOL Master 700) may be more suitable for measuring corneal thickness, especially in thin corneas, as it is in better agreement with ultrasound pachymetry, which is the widely used technique compared to anterior segment optical coherence tomography.
This observation is particularly important in determining the suitability of patients with thin corneas for refractive surgery. One possible excuse could be the fact that a flattening effect that the ultrasound contact technique can cause is more obvious on the thin corneas and thus lead to a greater deviation in the measurements between the three machines. At the same time, topical anesthetic drops, particularly proparacaine, have been reported to cause local corneal swelling and change of CCT [23]. It is reported that the use of proparacaine in the cornea causes an increase in its thickness up to 8.9 μm [23]. In contrast, Herse et al. and Lam et al. suggest that the use of a single drop of anesthetic does not cause a significant change in the central thickness of the cornea [24,25]. It is not entirely clear whether measurements with PachPen Handheld Pachymeter or optical biometry (Zeiss IOL Master 700) or anterior segment optical coherence tomography (Optovue Avanti RTVue XR Angiovue) reflect better the real thickness of the cornea. It is possible that differences in the software analysis of each machine contribute to the discrepancy of the measurements. Clinically, the systematic errors of the machines should be taken into account when measuring the central corneal thickness. In this study, the differences in the measurements of the central corneal thickness between the three machines were less than 14.94 μm. A meta-analysis by Doughty and Zaman showed that a 10% difference in the central thickness of the cornea could lead to a difference in intraocular pressure of up to 3.4 mmHg. They calculated that for every 10 μm difference in the central thickness of the cornea, a change of 0.2 mmHg is introduced in the intraocular pressure measurements [26].

More recently, Kniestedt et al. observed that the effect of central corneal thickness on level tonometry covers a wide range, with changes in intraocular pressure measurements ranging from 0.11 to 0.71 mmHg for each 10 μm of central corneal thickness [27].

An alternative approach to investigating the relationship between central corneal thickness and tonometer measurements can be made using a manometer in the anterior chamber. In one of the largest recent studies, Böhm, A. et al. used a manometer to measure intraocular pressure and found that the tonometer measurements may be increased or decreased by 0.4 mmHg for every 10 μm change above or below the reference point. This point is the central corneal thickness at which the flattening tonometer measurements are identical to the real intraocular pressure [28]. In addition to the effect that central corneal thickness has on the Goldman level tonometer, it has been reported to affect other tonometry methods, such as the Tonopen and the air tonometer [29-30].

The importance of central corneal thickness, however, is not only clinically important in calculating true intraocular pressure. The role of the central corneal thickness in the selection of patients to undergo refractive surgery is also important. Although underestimation of central thickness may lead to the exclusion of potentially suitable patients for refractive surgery, overestimation in patients who appear eligible for refractive surgery could lead to catastrophic complications of secondary keratectasia.

Finally, it should be noted that the thickness of the central cornea is considered an aggravating factor for the development of glaucoma. In the ocular hypertension treatment study, for every 40 μm reduction in central corneal thickness, there was a 1.71 risk of developing primary open-angle glaucoma in ocular hypertensive eyes [31,32].

5. CONCLUSION

Central corneal thickness readings were comparable between PachPen Handheld Pachymeter, IOL Master 700 Biometry and Angiovue Optical Coherence Tomography; Angiovue optical coherence tomography gave significantly smaller values. The measurements of the 3 methods showed significant linear correlations with one another. All methods provided acceptable repeatability of measurements. The value of central corneal thickness measured by PachPen ultrasound pachymeter is highest than the measurements with the anterior segment optical coherence tomography (AS-OCT) by 11.23 μm [18].

DISCLAIMER

The products used for this research are commonly and predominantly use products in our area of research and country. There is absolutely no conflict of interest between the authors and producers of the products because we do not intend to use these products as an avenue for any litigation but for the advancement of knowledge. Also, the research was not funded by the producing company rather it was funded by personal efforts of the authors.
CONSENT AND ETHICAL APPROVAL
As per international standard or university standard guideline participant consent and ethical approval has been collected and preserved by the authors.

COMPETING INTERESTS
Authors have declared that no competing interests exist.

REFERENCES
19. Laszlo Kiraly, Jana Stange, Kathleen S. Kunert, and Saadettin Sel. Repeatability and agreement of central corneal thickness
31. Gordon Mae et al., The ocular hypertension treatment study. baseline factors that predict the onset of primary open angle glaucoma. Arch Ophthalmol. 2002;120(6):714–20; Discussion 829-30. DOI: 10.1001/archopht.120.6.714

© 2020 Pateras and Kouroupaki; This is an Open Access article distributed under the terms of the Creative Commons Attribution License (http://creativecommons.org/licenses/by/4.0), which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.

Peer-review history:
The peer review history for this paper can be accessed here:
http://www.sdiarticle4.com/review-history/61476